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CERTIFICATE OF ANALYSIS 17 J
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Bechtel Hanford, Inc.
3350 George Washington Way
Richland, WA 99352

May 22, 2000

Attention: Joan Kessner

SAF Number B99-023 ta
Date SDG Closed : May 15, 2000 LotI
Number of Samples : Three (3)Lo
Sample Type Water 11% 6s -
SDG Number : W03174
Data Deliverable 45 Day / Summary

Ij

I. Introduction

On May 15, 2000, three water samples were received at STL Richland (STLR) for chemical
analysis. Upon receipt, the samples were assigned the following laboratory ID numbers to
correspond with the Bechtel Hanford, Inc. (BHI) specific IDs:

STLR ID#
9DD7DN10
9DD7DP0
9DD7DQIO

BHI ID#
B0Y427
B0Y428
B0Y429

MATRIX
WATER
WATER
WATER

DATE OF RECEIPT
5/15/00
5/15/00
5/15/00

I. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data
includes sample identification information, analytical results and the appropriate associated
statistical errors.

The requested analysis was: Chemical Analyses
Chromium Hex by EPA method 7196
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Bechtel Hanford, Inc.
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IIM. Quality Control

The analytical results for each analysis performed under SDG W03174 include a minimum of
one Laboratory Control Sample (LCS), one method (reagent) blank, and one duplicate sample
analysis. Any exceptions have been noted in the "Comments" section.

Quality control sample results are reported in mg/L.

IV. Comments

Chemical Analyses
Chromium Hex by EPA method 7196:
The LCS, batch blank, sample, sample duplicate (B0Y427) and sample matrix spike/matrix spike
duplicate (B0Y427) results are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this
hard copy data package has been authorized by the Laboratory Manager, or a designee as verified
by the following signature.

Reviewed and approved:

J cje Waddell
bect Manager
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Pfuanterra

SAMPLE RESULTS

LAB NAME: S

LOT,RPT DB ID: -

CLIENT ID: B

TL Richland

9DD7DN10

0Y427

SDG: IRPT GRP:

MATRIX:

DATE RECEIVED:

W03174 / 10527

WATER

5/15/2000 3:00:00 PM

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR(2s) ERROR(2s) MDAIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME 4.20E-02 N/A N/A 2.OOE-03 mg/L N/A EPA7196

Number of Results: T

Result - IDL When Not Detected
(Q)ualifiers: U - Analyte result < MDAJIDL,

J - No U qualifier and result <

Severn Trent Laboratories Richland
rptChemRadSample; v3.41
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SAMPLE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

STL Richland SDG: /RPT GRP:

9DD7DP10

B0Y428

MATRIX:

DATE RECEIVED:

W03174 / 10527

WATER

5/15/2000 3:00:00 PM

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR( 2 s) ERROR(2s) MDAJIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME 1.40E-02 N/A N/A 2.00E-03 mg/L N/A EPA7196

Number of Results: 5

Result - IDL When Not Detected
(Q)ualifiers: U a Analyte result c MDAIDL.

J - No U qualifier and result <

Severn Trent Laboratories Richland
rptChemRadSample; v3.41 o005
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SAMPLE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

STL Richland

9DD7DO10

B0Y429

SDG: IRPT GRP:

MATRIX:

DATE RECEIVED:

W03174 / 10527

WATER

5/15/2000 3:00:00 PM

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT 0 ERROR(2s) ERROR(2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME 3.OOE-02 N/A N/A 2.00E-03 mg/L N/A EPA7196

Number of Results: FZ

Result - IDL When Not Detected
(O)ualifters: U - Analyte result < MDAJ1DL,

J * No U qualifier and result <

Severn Trent Laboratories Richland
rptChemRadSample; v3.41 ()0 0 6
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

B0Y427

9DD7DN1O

DD7DN14R

SDG: IRPT GRP:

MATRIX:
DATE RECEIVED:

W03174 / 10527

WATER

5/15/2000 3:00:00 P

DUP COUNTING TOTAL MDAI REPORT METHOD ORIG
ANALYTE RESULT Q ERROR ( 2 s) ERROR (2 8) IDL UNIT YIELD NUMBER RESULT RPD

HEXCHROME 4.20E-02 N/A N/A 2.OOE-03 mg/L N/A EPA7196 4.20E-02 0.00%

Number of Results: F

Result * IDL When Not Detecte

(Q)uallfiers: U Analyte result < MDAJIDL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadDup; v3.41
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BLANK RESULTS

LAB NAME: STL Richland SDG /RPT GRP: W03174 / 10527

LOT,RPT DB ID: DD7EC11B MATRIX: WATER

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR (2s) ERROR (2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME O.OOE+00 U N/A N/A 2.OOE-03 mg/L

Number of Results: Z

Result - IDL When Not Detected
(O)ualifiers: U - Analyte result < MDA/IDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChemfRadBlank; v3.41 '0 0 8

N/A EPA7196
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LABORATORY CONTROL SAMPLE

LAS NAME:

LAB SAMPLE ID:

STL Richland

DD7EC12S

SDG: /RPT GRP:

MATRIX:

WV03174 / 10527

WATER

COUNTING TOTAL MDAI REPORT
ANALYTE RESULT 0 ERROR (2 s) ERROR (2 a) IDL UNIT YIELD EXPECTED RECOVERY

HEXCHROME 4.97E-01 N/A N/A 2.OOE-03 mg/L N/A 5.OOE-01 99.40%

Number of Results: K

Result - IDL When Not Detects

(Q)ualifiers: U * Analyte result < MDAJIDL,
J - No U qualifier and result < RDL.

. Severn Trent Laboratories Richland

rptChemRadLcs; v3.41 0009
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MATRIX SPIKE RESULTS

LAB NAME:

LAB SAMPLE ID:

STL Richland

DD7DN12W

SDG: /RPT GRP:

MATRIX:

W03174 / 10527

WATER

SPIKE COUNTING TOTAL REPORT SAMPLE
ANALYTE RESULT* 0 ERROR (2s) ERROR (2s) MDAIDL UNIT RESULT EXPECTED RECOVERY

HEXCHROME 5.19E-01 N/A N/A 2.OOE-03 mg/L 4.20E-02 5.26E-01 98.67%

Number of Results: L

*Spike Result Corrected For Sample Result Severn Trent Laboratories Richland
Result - I0L When Not Detecte rptChemRadMatrlxSplke; v3.41
(O)ualifiers: U - Analyte result < MDA/IDL,

J * No U qualifier and result < RDL.
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MATRIX SPIKE RESULTS

LAB NAME:

LAB SAMPLE ID:

STL Richland

DD7DN13W

SDG: /RPT GRP:

MATRIX:

W03174 / 10527

WATER

SPIKE COUNTING TOTAL REPORT SAMPLE
ANALYTE RESULT* 0 ERROR (2s) ERROR (2s) MDAIIDL UNIT RESULT EXPECTED RECOVERY

HEXCHROME 5.19E-01 N/A N/A 2.OOE-03 mg/L 4.20E-02 5.26E-01 98.67%

Number of Results: T

*Splke Result Corrected For Sample Result

Result - IDL When Not Detecte
(Q)uallflers: U - Analyte result < MDAJIDL,

J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland

rptChemfRadMatrxSplke; v3.41

U011



Quante na
Richland Laboratory

Data Review Check List
ErALS

Work Order Number(sl: [rpJ-7 j) nl1-) n-) hP rt f) 1i - //,,Sg LAS TOe is Ia.
ELab Samle Numbers orSDG: \o s '

Method/TestPamerer- -t 1 3W rrTE qZ 3 A

Yes No N/A 2" Level
Review Ite ( () ( Review ()

A. Initial Calibration

1. Performed at required frequency wih required aumber of 'eveis?

Carrelation acefficient within QC limits?

3. intial :alibration venifcaticn ICV) analyzed immediately after -alibratcicn
and results within QC limits?

4. Intiai zalibraticn biankrIC3) analyzed immediateiv after :CV and
conceztrutions of all arame-ers 5 reporting limutI

B. Conrinuin.- Calibration

. CCV analyzed at :equired frquency and all parameters witlun QC :iruts

CC3 inalyzd at :equired frecuency and 21 results S reporting Limit

C. Sample Analysis

1. Were any sampLies with :oncentradons above -he linear ange or yaramnyer
diluted and :eanalhzed?

2. Were all sample holding times met?

D. QC Samples

L. All results for the preparation blank below limits?

2. MS or MSA!SD recoveries within QC limits and %RPD (for MSD) acceptable?

3. LCS percent recovexy within QC limits and %RPD (for LCSD) acceptable?

4. AnaiNtical spikes within QC limits where applicable?

5. IC? only: One serial dilution performed per SDG?

6. IC? only: CDL standard tCRI or CRA) analyzed at required frequency'

. IC? only: Interference check sainples (ICSA, ICSAB) and FICAL analyzed at the
recuired freouencies and within OC limits'

page Ac: 2 010019



Review Iten Yes No N/A ja2 Level
_() ( () Review (V)

L Other

1. Arc al] nonconformancs included and noted? V
2. Is the correct date and tim of analysis shown?

3. Did the analyst sigp and date the front page of the analyticmi rn? -

4. Correc-. methodology used? _

5. Transcnptions checked?

6. Calculations checked at minimum frequency?

7. Units checked?

Comments on any 4No' response:

n rla ft a Date: s//&10

Date: 5// 11oSecond-Level Review: OX L'.

Form No. CG-191. Rev 2. 1/97

page 2 c 2

Analyst:.
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CHAIN OF CUSTODY
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,L - o-(U ) 
Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST B99-023-23 "F I Of j

collector Company Contact Telephone No. Project Coordinator
Johansen/Baechler W McMahon 375-9434 TRENT, SJ Price Code 7N Data Turnaround

Project Designation Sampling Locution SAF No. Air Quality l 45 Days
100-HR-3 Treatment System - Operational Sampling 100HR-3 899-023

Ice Chestbook No. COA Method of Shipment
OEL 1516 R10HR3C560 Hand Delivered

Shipped To - Ofisite Property No. Bill of Lading/Air Bill No.
Sevem Treat incorporated

POSSIBLE SAMPLE HAZARDS/REMARKS Preservatio 4C

Type of Container p p

No. of Container(s) I

Special Handling and/or Storage Volume 20mL 5OOmL

Vy S Chromim

SAMPLE ANALYSIS

v o3I'74- 4o-G 16 49
Sample No. Matrix Sample Dae Sample Time - -

B hY427 D 9 Water

B0Y428 L)7 ?PP Water IZ I I I X
BOY429 0 Water Xt 91 IT r

CHAIN OF P Sign/Print Names SPECIAL INSTRU'ONS Matrix *

Rc i BDuieme Cr Vt hoding times MUST BE MET. Sample Management must be contacted immediately if they s

Ren~he Bd alPmae ecived By 4Dal tW etimc Crs V1 hodn-.SIS T w mised.SE-Sehain

Relinquished By Dafrr~me -eived By emve4 e Aw -
5/6 a /S00t 0tt-t /5 5/1

Relinquished By DBtteiiene 5BY Daefocime AAi

DL-tDs L~U"

Relinquished By Dateffune ived By Date/lime T-T*

einquished By BYefim Bye~mcX01

Relinquished By DateTime By Dale/Time

LABORATORY Received By Title Datefime

SECTION

CTINAL SAMPLE Dispcial Method Disposed By Dacl/lime

DISPOSITION

Ht-EE-011 (1099)



Date/Time Received: S- 1 --

Work Order Number:_

Shipping Container ID: f~&.. z

Figure 1. Sample Check-in List

/Ei SDG#: WA0517
SAF#: BI- 1'23

.33 Chain of Custody # $ ~'23'

Yes [] No

Yes NO

Yes [-iRo

Yes [Jco

1. Outermost shipping container damaged?

2. Custody Seals on shipping container intact?

3. Custody Seals dated and signed?

4. Chain-of-Custody record present?

5. Chain-of-Custody includes the following information:
- Client name
- Project name or number
- Sample date/time for each sample
- Container types, sizes and number of containers
- Short description of sample, i.e.. matrix
- Analyses requested
- Preservation used or 'none" or N/A if not applicable
- Date and time of relinquish and receipt
- Simarures of chosc persons relinquishing and receiving

6. Sample numbers on chain y match those on sample
containers?

7. CoUecrdon dae and date of laboratory receipt are within
projec: specific holding time requirements?

8.

9.

Cooler temperature: q 0

Vermiculite/packing materials is:

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes

[ I

[] No [
INo[]
]No[]
] No [3
3 No ]
No []
No []
No [

[ No {]

Yes {-rTo [

Yes [4---No [

We: E ) [

10. Samples have: _.---p af d labels

-udy seals ...-eppropriam sample labels

11. Samples are: 'ffijocondition leaking

broken have air bubbles

12. Were any anomalies identi5ed in sample receipt? Yes [ No [

13. Description of anomalies (include sample numbers):

Sample CustodianLabormory:o

Telephoce/Fax'E: mailed to: On

Date: g>-/!rO

By

Page 29 o 31
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Client Sample Screening Results
16-May-00

CLIENT CODE ID MATRIX RECEIVED DETECTOR ACQ DATE SAMPLE MINUTES CNTS A NET CPM A CNTS B NET CPM B

BHI B0Y427DD7DN 5/16/2000 9:39:00 AM QUAD22D 5/16/2000 1:38:41 PM BOY427DD7DN 30 7 0.165 61 0.655

DD7DN LIQUID Bkg: 5/16/2000 2:38:12 AM BKG 600 41 0.068333333 827 1.37833333

AM! Date: 5/16/00 Tot Sm, Alq: 5.00E-01 , 1.00E+01 Alp; (Dpal 4.88E-01 (uCI/ 1.10E-05 (pCl/ 2-20E+01 + 2.5E+01 CAT 1.1 E+00 Lab
Ppt mg: 2.8 Units: L *r- , mI Bet; Alq): 1.14E+00 So): 2.57E-05 Lhg): 5.13E+01 + 2.2E+01 9.7E-01 Li

Bill BOY428DD7DP 5/16/2000 8:39:00 AM QUAD23A 5/16/2000 1:38:43 PM D0Y428DD7DP 30 5 0.09 44 0.52

DD7DP LIQUID 8kg: 5/16/2000 2:38:21 AM BKG 600 46 0.076666667 568 0.94666667

Awl Date: 5/16/00 Tot So, Alq: 5.00E-01 , 1.00E+01 Alp; (Dpu/ 2.57E-01 (uC/ 5.79E-06 (pCi/ 1.16E+01 + 2.05+0i CAT ,2.2E+00 Lab
Ppt mg: 3 Units: L , ml B Ret; Alq): 9.35E-01 Sa): 2.11E-05 LIg): 4.21E+01 + 1.9E+01 1.2E+00 AIq

L~g
Bi B0Y429DD7DQ 5/16/2000 8:39:00 AM QUAD23B 5/16/2000 1:38:43 PM BOY429DD7DQ 30 3 -0.01 37 0.30666667

DD7DQ LIQUID Bkg: 5/16/2000 2:38:21 AM BKG 600 66 0.11 556 0.92666667

Ani Date: 5/16/00 Tot So, Alq: 5.00E-01 , 1.00E+01 Alp; (Dprn/ -3.86E-02 (uCI/ -8.692-07 (pCIU -1.74E+00 4 2.0E+0 CATx.5.E-01 Lab

Ppt mg: 2.3 Units: L -", ml Bet; Alq): 5.92E-01 Sm): 1.33E-05 Lg): 2.66E+01 + 1.8E+01 1.9E+00 LI

Quanterra Environment Services, SCP V2.03 I16-May-00



RQC050

TOTAL SAMPLE
NUMBER NUMBER

METHOD:
QC BATCH #:
PREP DATE:
USER:

Severn Trent Laboratories, Inc.
WET CHEM BATCHSHEET

PRODUCTION FIGURES - WET CHEM

RB-RUN RE-RUN MISC
QC MATRIX OTHER NUMBER

EA Hexavalent Chromium
0136402
5/15/00

ROSSR

6A)
INITIALS:

PREP
ANAL

Run Date: 5/15/00
Time: 16:50:01

TOTAL EXPANDED
HOURS DELIVERABLE

DATA ENTRY:
INITIALS
DATE

Structured Exp. Analysis
work Order. Lab Number Analysis Del. Date Sample ID:

DD7EC-1-01 J-OE1SOOO-402-B XX I 88 EA SI INTRA-LAB BLANK

DD7EC-1-02 J-OE150000-402-C XX 1 88 KA 51 INTRA-LAB CHECK

DD7DN-1-01 J-0E150169-001 XX I 88 EA SI BOY427

DD7DN-1-03 J-0E150169-001-D XX I 88 RA 5I BOY427

DD7DN-1-02 J-.0E150169-001-S XX I 88 EA 5I B0Y427

DD7DN-1-04 J-0E150169-001-X XX I 88 EA SI B0Y427 DUP

DD7DP-1-01 J-0E150169-002 XX I 88 EA 5I B0Y428

DD7DQ-1-01 J-0E150169-003 XX I 88 EA 5I BOY429

Control Limits

(85-115)

(85-115)

(85-115)



Quanterra

COC Signature Page

Lot or Batch #:

Released By

Received

Released By

Received

Released By

Received

Released By

Received

Released By

Received

Released By

Received

Released By

Received

0 tyo2. Initials/Date

'Y). J. //O 0

L-yy. .. s/a/,/ o

Procedure #

Ac r C) C C/f

Rj/C/-W\C ao03 /U

n/a

n/a

n/a

n/a

n/a

n/a

RC-131, Rev.1, 6/99


